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Abstract. Multispectral imaging is one of the key topics in the upcoming years, a lot of 
measurement tasks can be solved using the additional spectral information. For the separation 
of these additional information bands plenty technologies were developed in the last decades. 
All of them have characteristic advantages and disadvantages. One working principle is the use 
of a filter wheel containing different filters between the image sensor and the lens. The 
additional element inside the light propagation path as well as the lens imperfections lead to 
chromatic aberrations. To compensate the resulting focus error some investigation were made. 
One option is the movement of the image sensor stage to a better focus position. Therefore 
high precision moving stage with high movement speed are characteristic parameters which 
have to be considered during the construction. In this paper a linear motor stage paired with 
two high precision linear bearings were connected together to achieve the demanded 
requirements. For the evaluation of this new approach, several measurements determining the 
dynamic as well as the static specifications were made to proof the achieved characteristics and 
will be shown in the paper. With this approach, a miniaturised precision system inside the 
multispectral imager a precision repeatability of less than four microns can be achieved. 
1.  Introduction, state of the art and short system description 
Image processing is one of the key technologies for optimisation of industrial processes, the option for 
100% quality assurance and a lot of other essential industrial and research topics. One thing that some 
imaging solutions have in common is the movement of parts inside the light propagating path to 
sample multidimensional images. A major application for these kind of imaging systems is in the field 
of multi- and hyperspectral imaging. There is no practical way to capture multispectral images in 
parallel. For most solutions either the sample or some parts of the imaging system have to be moved. 
There is one solution that will give a good estimation for parallel multispectral imaging namely, the 
snapshot imager using a multispectral-filter array. To guarantee a high spatial resolution, a high 
dynamic range over all spectral channels [1], a high spectral accuracy and a high flexibility, a filter 
wheel system was developed [2]. With this system a rotating filter wheel moves different metal 
interference filters in front of a CMOS or CCD sensor and captures one image with each different 
filter. The additional optical element inside the light path as well as the wavelength dependent 
chromatic aberration of the lens in front of the imager, lead to blurred defocused images. In [3], a 
solution to overcome these problem was presented. In [3] additional correction glass plates were 
placed between the filters and the sensor to compensate the chromatic aberrations. An additional way 
IMEKO2016 TC1-TC7-TC13 IOP Publishing
Journal of Physics: Conference Series 772 (2016) 012054 doi:10.1088/1742-6596/772/1/012054
Content from this work may be used under the terms of the Creative Commons Attribution 3.0 licence. Any further distribution
of this work must maintain attribution to the author(s) and the title of the work, journal citation and DOI.
Published under licence by IOP Publishing Ltd 1




  
 
 
 
 
illumination of the sensor with monochromatic light gives on average a difference on focus of ca. 
955µm, 1115µm and 1210µm for the Computar 8mm, Zeiss 25mm and Zeiss Planar IR 50mm, 
respectively, compared to operation without filter. The biggest deviation was found to be at 600nm for 
the Zeiss 50mm (1320µm from focus position without filtering). The deviation between values within 
filtered light (rainbow to grey region in figure 6) is significantly smaller than the values discussed 
before, showing the following peak to mean value deviations: -10% (-176µm) for the Computar 8mm 
lens, -40% (-205µm) for the Zeiss 25mm (both at 600nm) and +90% (178µm) for Zeiss Planar IR 
50mm at 500nm. This experiment characterizes the chromatic error along the optical path of the 
objective lens used and highlights the difference between measurements done under broadband light 
and monochromatic light. Notice that if there were no chromatic error along the optical axis, the 
curves showed on the right side of the image would be flat and parallel to the abscissa. For this 
experiment, it was noticed that a resolution of five counts (20µm) is enough to perform measurements 
with high quality, not being necessary to go beyond it. 
 
6.  Conclusion 
The result of the system investigation allows a high precision movement of the image sensor. The 
resolution of four micrometres (according datasheet) delivered out of the linear motor can be achieved 
in the moving direction. With the definition of a coordinate system in the middle of the imaging sensor 
with a positive z direction out of the zero point the moving system, the moving stage reaches less than 
one micrometre deviation in x and y direction and less than two micrometres in z direction. The 
working range inside the multispectral imager is four millimetres with a resolution of 1000 
increments, in contrast to what was observed in [4]: deviation of 16µm was achieved over a working 
range of 1.5 mm, which shows a great improvement from our previous work/system. With this 
solution, the focus of the multispectral images can be adjusted with a high precision. In respect to the 
dynamic investigations, dynamic focussing can be done stable with less than 20ms depending on the 
way that have to be moved. A dynamic limit for stable sensor positioning of 20µm/ms can be achieved 
in this current realization.  
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